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Purpose: To evaluate the effectiveness of a vein-viewing device on the success of venipunctures performed by staff nurses 
on a pediatric surgical unit. 
Method: This prospective, non-randomized study examined pediatric inpatients from the age of newborn to 17 years requir- 
ing vascular access at a tertiary care center in northeast Florida. The number of attempts, age of the patient, and time 
required to establish successful vascular access using a vein-viewing device were self-reported by nursing staff (experimen- 
tal group, n = 91, mean age 9 years, range 3 days to 17 years) as well as staff, patient, and parental comments about the 
device. These data were compared to baseline data (control group, n = 150, mean age 5.7 years, range 1 1 days to 17 years) 
previously collected on the same unit without using the device. The outcome variables were first-attempt success rate, the 
number of attempts per patient, and the time to procedure completion. 
Findings: When comparing the two groups, the first-attempt success rate increased from 49.3% to 80.2% the mean num- 
ber of attempts per patient decreased from 1.97 to 1.29, and the percentage of procedures completed in 15 mhutes or less 
increased from 52.8% to 86.7%. Results were statistically significant for all outmme variables behveen the two groups and 
also when re-analyzed in subgroups controlling for age. 
Conclusions: Use of a vein-viewing device significantly improved first-attempt venipuncture success rate, decreased the 
number of attempts per patient, and decrease.cl procedure time for the study population. The device was welF received by 
patients, families, and staff. 

hether for laboratory testing or peripheral 
intravenous (PW) access, venipuncture is a 
necessary and nearly universal intervention 
in the pediatric patient (Rulechek, 

McC:l(fikcy, Titler, Sr Denehey, 1994; Singer, Ilichman, 
Kowalska, k Thode, 1999). Though a cornerstone of med- 
ical treatment, venipuncture remains one of the most com- 
mon and severe sources of pain and anxiety experienced by 
hospitalized children (Crowley, 2003; Curnmings, Reid, 
Finley, McGrath, & Ritchfe, 1996 Geodcnough et a!., 1999; 
Gupta et al., 2006; Wong & Baker, 1988). 

Although the technical goal of pediatric vascular access 
should be success on the first attempt, this is often not the 
case. In fact, intravenous success rates of staff nurses in 
pediatric patients are reported to be between 44% and 53% 
(Frey, 1998; Lininger, 2003). Many factors affect vascular 
access success or failure, and several are summarized in 
Table I. 
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Table I .  
Factors Affecting Vascular Access SuccessEFai lure 

Physical 
, * Poor vein quafity 
, (blown, rolling, sclerotic, 

phlebotic, fragile, smalf) 
, Uncocperative patient 
: Dark skin 
: * Obesity 

Physiorogic 
I Hypotension 
' * Peripheral 

vasmonstriction 
' (acidosis, sexis, cold, 

vasopressors, fear, 
anxfety) 

* Anemia 
* Polycythemia 

Age 
Years experience as an 
RN 
Years experience 
nserting IVs 
Number of IVs inserted 
per week 
SeA-rated 1V skills 
Specialty certification 

-. . - . . -. - - - - - . . - . - - - - - - - - - -. - A . . - . . - - 
Sources: Alexander & Corrigan, 2004; Jacobsoi & Winslow, 
2005. 
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Background Figure 1. 
Nurscs with more experience and those with spccialty The Veinviewer by Luminetx 

training and certification, such as intravenous (IV) tcarns, 
will be more succcssftil in starting IVs (Jacobsen & Winslow, 
2005). Howcvcr, many Facilities do not employ IV teams, 
and nursing unit staff typicaIly havc a variety of skill and 
expcriencc levels. Many patient-rclntcd factors can also 
contribute to t he  challenges of pediatric vascular acccss. 
Small vein diameter and lack of cooperation are among the 
most common factors, rcsulting in mulleipIc attempts 
(Alexander & Corrigan, 2004). Dark skin and obesity make 
visualizing veins more difficult. Lengthy or frequent hospi- 
talizations, multiple medications, and disease processes 
(such as dehydration or sepsis) may further complicate vas- 
cular acccss. Tn addition, multiple unsuccesrful attempts 
makc future attempts mare difficult by damaging veins and 
causing vessel and tissue bruising. Although many of these 
injuries are minor and self-limiting, for chiIdrcn who 
require multiple IYs and/or lab draws during a hospitaliza- 
tion, vascular access will be made more difficult simply by 
the reduction of viable sites until tissue damage and vessel 
injury have resolved. 

Fach venipuncture attempt is a source of additional pain 
and emotional distress (Ri jttebier k Vertornmen, 1998; 
Fradet, McGrath, Kay, Adams, 15 Lrrke, 1990; Humphrey, 
Boon, van Linden van den I-leuvail, & van de Wiel, 1992; 
Kennedy, Luhmann, Ljr Zempsky, 2008; Van Cleve, 
Johnson, 6r Pothier, 1996). Repcatcd ncedlestick expcri- 
ences in children can even lead to avoidance of medical 
care as adults (Pate, Rlount, Cohcn, Sr Smith, 1996). In 
addition, the impact of the pediatric venipuncture is not 
limited to children. Famiry members and health care 
providers also experience distress when observing children 
undergoing vascular access procedures (Smith, Shah, 
Goldman, Ei Taddio, 2007). Conversely, improving the 
experience of thc child has a positive impact on both the 
family and health care providers. In a rcccnt study, nurses 
who Iielped improve the vascular acccss experience in chil- 
dren reported improved job performance and job satisfac- 
tion (Papa, Morgan, & Zernpsky, 2008). 

Repeat attempts to achicvc successful vascular access are 
costly both in supplies and labor expenses. Costs are multi- 
plied by increased procedure time and the use of addition- Mote: Lumifletx changed its !lame in May 2010 Ito Christie 
a1 staff members needed to restrain children. A study at an Digital Systems, Inc., and there is a generation of the 
urban pediatric teaching hospital reporting a 441)c, first- Veinviewer device available from Christie Digital Systems, Inc. 
attempt success tate (N = 656) tor PTVs performed by staff The study presented in this article was conducted using the 
nurses demonstrated a labor and supply cost for unsuccess- Veinviewer device by Luminetx shown here. 
ful 1V attempts of $10,392 for a two-week period (Frey, 
1998). 

~t the study facility, a I S Q - ~ &  tertiary care pediatric illuminators have becn used for many years in thc neona- 
hospital in northeast Florida, it is the responsibility of the tal population, and more recently, have been modified for 
bedside nurse to obtain lab draws and start PIVs. However, in all ages Watsogridakis, Scshadri, SulIivan, 8 
the Pediatric Vascular Access Team (PVAT), whose primary Waltzman, 2008; Krueger, 2007). 
responsibility is to place and maintain peripherally inserted The Veinviewer (Luminctx Corporation, 2006) is anoth- 
central catheter [PICC) lines, scrvcs as a resource $0 assist er biomedical device designed to facilitate vascular access 
with patients who have a history of diffjclllt access or who by using near-infrared light directed On the patient's skin to 
havc had unsuccessful attempts by the nursing staff. As a detect the Presence of hcm~kdobin (see Figure 1). A camera* 
resuIt of being consulted to assist with vascular access, the computer, and projector are used to analyze and project an  
PVAT became interested in improving the success rate of image of the veins back onto the patient's skin. The veins 
venipunctures performed by the nursing staff. will appear as black lines against a grecn background (see 

Biomedical dwices can be a way to improve vascular Figure 2). The Veinviewer emit5 no  heat or radiation, and 
access success and have been used as an "equalizer" in an does not comc into Contact with the patient's skin. 
attempt to compensate for cithcr patient or staff-related The purpose of this study was- to evaluate the effective- 
variables that make vascular access more challenging. For nCSS of the VeinVi~wcr On the Success rate of veIIipunChlres 
example, u ltrasound-guided peripheral vascular access has performed by staff nurses pediatric patients measured by 
been shown in adult studies to be very successful (Blaivas, the 1) Percent of first-attempt  success^ 2) number of 
2005; Costantino, Parikh, Satz, & Fojtik, 2005). Trans- attempts Per Patient, and 3) time needed to complete the 

procedure. 
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Figure 2. 
Visualization of an Infant's Veins Using the 

VeinViewer 

Table 2. 
Number of Data Sets by Age 

". - .. . - 

Control 91 21 3 

Experimental 3f 25 35 91 

Methods 

Sample 
All patients on the study unit bctwecn the agcs of ncw- 

born through 17 ycars who required vascular access were 
eligible for the study. Baseline data without the use of a vas- 
cular assist device was rccordcd from August 2006 through 
January 2007 and were designated as the control group val- 
ues. Subsequently, the experimental group data (with the 
use of thc VeinViewer) were collected over a 10-month peri- 
od from April 2007 through January 2008. The rangc of 
ages in the control group was 3 days to 17 years (mean 5.7 
ycars). Thc range of ages in the experimental group was I1 
days to 17 ycars (mean 9 years). Tablc 2 shows group com- 
parisons with respect to age. 

Because a pa ticnt oftcn has several vascular access 
attempts during a hospitalization, multiple data entry 
points could be recorded on one patient throughout his or 
her l~ospital stay. One-hundred and f i f t y  data ( 1 1  = 150) sets 
wcrc obtained for the control group. After the introduction 
of the Veinviewer, data colIection for the cxpcrimcntal 
group continued unti! an observed increase of first-attempt 
success rate from 49.3'X) to 80.2% was noted, resulting in 91. 
data sets (n  = 91). 

Patients were excluded from the study if the study pro- 
tocoI was not followed or if any of the access attempts were 
not performed by the unit nurse. The hospital's 
Institutional Review Committee approved the study. 
Participation in the study requfred provision of informed 
parental consent and child assent for 6 to 17 years of age. 

Data Coilection 
The data collection tool consisted of a seIt-report form 

that was kept in the treatment room where most vascular 
access procedures take pIncc. A patient's nurse was asked to 
record the patient's age (in days, weeks, months, or yeass), 
the numbcr of attempts needed to achieve succcss, the 
number of nurscs involved in thc proccdurc, and the 
amount of time needed to complete the procedure 
(grouped in categories of less than 15 minutes, 15 to 30 
minutes, or ovcr 30 minutes). ln addition, the collection 
tool permitted the nurse to provide personal, patient, or 
family impressions of the device. 

Procedure 
Over a three-month period, nurscs on a 24-bed pediatric 

surgical unit received instruction on the basic operation of 
the VeinViewer and coaching on its use by supcrviscd 
venipunctures. Upon initiation of the study, nurses were 
expected to use the VeinViewer for the first three vcnipunc- 
turc attempts. The use of the VcinViewer was optional i f  
further attcmpts were rcquircd. No differentiation was 
made between venipunctures to obtain specimens for labo- 
ratory tests and those to establish intravenous access for the 
administration of fluids or medications. The first-attempt 
succcss, number of attcmpts per patient, and time needed 
to complete the procedure were coIlected on both the con- 
trol group (prior to the use of the VeinVicwcr) and the 
experimental group (using the Veinviewet). 

Data Analysis 
Data from thc control and cxperimcntal groups were 

compared and analyzed using the Statistical Package for the 
Social Sciences (SPSS v. 16, for Windowsm, Microsoft, Tnc, 
2007). The outcome variables were: 

The percent of first-attempt success. 
The Incan number of attempts per patient. 
The amount of time required to complete the proce- 
dure. 

In addition, staff, patient, ancl  family comments wcrc 
collected and gro~~ped by themes. 

Results 
The first-attempt success rate increased from 49% in the 

control group to 80% in the cxpcrirncntal group, (X2Ill = 
22.71, p < 0.01). The mean number of attempts per patient 
decreased from 1.97 to 1.29, (ttZ27.81 = 5.198, p < 0.001). 
The percentage of procedures completed within 15 minutcs 
increased from 52.8% in the control group to 86.7% in the 
experimental group (Xzll] = 28.107, p < 0.001). These 
results are summarized in Table 3. 

The mean age of children in the experimental group was 
significantly hqher than in the control group (t[191.1] = 
-4.04, p i 0.0001), raising the possibility thc apparent 
improvements are associated with a difference in age. 
Therefore, results were analyzed controlling for age and cat- 
egorized into three groups, a) less than 6 years, b) 6 to 12 
years, and c) greater than 12 years. The percentages of suc- 
cess on first attempt by age category are shown in Figure 3. 
A binary logistic regression showed a significant increase in 
the percentage after controlIing for age (Wald X2[1] = 
18.676, p < 0.001). A nonparametric two-way ANOVA was 
used to analyze the number of attempts, with four or more 
attempts g roupd  as a single category. After controlling for 
age, the mean number of attempts was less in the experi- 
mental group (bootstrap p < 0.005). 
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